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ABSTRACT 


Mastitis is the main disease in dairy farms which causes serious losses. The early diagnosis and spe- 
cific treatment can prevent the spread of the disease and the economic losses. The aim of this study was to 
evaluate the accuracy of the latex agglutination assay for detection of the main bacterial mastitis agent. The 
antiserum against Staphylococcus aureus, Trueperella pyogenes, Streptococcus agalactiae and Escherichia 
coli were prepared from immunized rabbits. The couplings of antibodies to latex particles were optimized 
and after that, the limit of detection (LOD) of latex agglutination test was evaluated for detection of the 
mentioned bacteria. The detection limit for the Streptococcus agalactiae, E. coli, Staphylococcus aureus 
and T. pyogenes were respectively 1.3x103, 2x107, 1.58x104 and 5.4x104 colony-forming unit per each 
milliliter of the bacterial suspensions. The sensitivity of the latex test has a noticeable reduction in bacterial 
detection in milk compression to normal saline. This fast method can be used for detection of the mentioned 
bacteria in the bacterial cultures and milk samples; the latex agglutination test could be evaluated as a fast, 


cost benefit and practical method in dairy farms. 
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Introduction 
Mas is inflammation of the mammary 
glands; it is associated with physical and 
chemical changes of the milk and pathological chang- 
es in udder glandular tissue. The quality and quantity 
of milk production are dependent to the mammary 
tissues’ states, the secretary cells’ efficiency and nutri- 
tious availability. Mastitis is associated with decreases 
of the milk secretion and changes of the milk compo- 
nent [1]. Mastitis is one of the world wide most im- 
portant diseases in dairy cattle herds; as is fitted to the 
most important factor in the breeding failure. Mastitis 
could reduce the cow price, herd’s income and profits. 
The economic impact of the mastitis divided to the di- 
rect effects (medicinal treatment, veterinary expenses 
and mortality) and indirect effects (decrease the milk 
production or reduce the protein concentration in the 
produced milk, increase the reproductive failure rate 
and reduce the survival rate) [2, 3]. 

Mastitis caused by various factors such as infec- 
tious agents, mechanical or chemical trauma. The 
infectious agents of mastitis include bacterial agents, 
viruses and fungi [2]. The main cause of the bacterial 
mastitis is invasion and toxin production of the bac- 
teria in mammary glands; for this reason, the mastitis 
treatments are based on the antibiotics therapy [4]. 
The main bacterial mastitis are generally caused by; 
Streptococcus agalactiae, Streptococcus dysgalactiae, 
Staphylococcus aureus, Trueperella pyogenes, Myco- 
plasma bovis, Streptococcus uberis and Coliform bac- 
teria [5]. 

Detection of the causative agents of bacterial mas- 
titis is necessary for accurate treatment, management, 
and appropriate antibiotics therapy. The microbial 
culture is conventional and general route for bacte- 
rial detection; this method is time-consuming; initial 
diagnosis needs at least 24 to 48 hours [6]. However, 
rapid detection and immediately handling are critical 
issues in management of the clinical mastitis; delay 
would results in increase of the therapy period and 
extensive antibiotics utilization [7]. In addition, in- 
terpretation of the cultivated plates is associated with 
challenges; there are some differences on diagnostic 
results of the laboratories, although they use same and 
standardized methods [8]. 

Enzyme-linked immune-sorbent assay (ELISA) is 
another method for detection of the bacterial agents 
of mastitis; but despite the abundant advantage, it 
failed to detect the low concentration of some anti- 
gens [9]. Another routine method that used for diag- 
nosis of the causative agents of mastitis is Polymerase 
chain reaction (PCR); the main weakness of the con- 
ventional PCR is utilization of the agarose gel with 
very weak clarity and precision [10]. The other diffi- 
culty in mastitis diagnosis by using PCR and ELISA 
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are the limited use at farm, the high cost and require- 
ment of the expert. The number of somatic cells does 
not always communicate with mastitis; rhe elevation 
of the somatic cell count (SCC) may be occurred due 
to the problems other than mastitis such as lactation, 
the level of the milk production, the number of the 
milking, stress, seasons, and the animals breed [11]. 
Other disadvantages of the SCC method are the re- 
quired high time, expensive equipment and cost [12]. 
The electrical conductivity of milk could be a useful 
diagnosing method for detection of the mastitis, but 
due to the large number of false positive, could not 
be a reliable assay [13]. The milk production indus- 
try and animal husbandry farms are searching for the 
alternative fast and accurate diagnostic methods for 
mastitis. At now, the farms are bigger than past and 
they produce more milk; these conditions needs auto- 
matic milking machines, processor and hygienic envi- 
ronment. Exclusion of the disadvantage methods is an 
important section of the farm management [14]. 

Latex particles have been employed on the immu- 
noassay and related biomedical diagnostic methods. 
Each of the attached antigens or antibodies to the la- 
tex particles on proper ratio gives visible sediment in a 
few minutes. Latex particles uptake antigen/antibody 
and suspend it on the surface; so when acquainted 
with their specific antigen/antibody, the reaction is 
easily visible as physical accumulation [15]. 

The latex agglutination assays have suitable sensi- 
tivity and specificity, affordable, required little skills, 
tools and time. It could be a good alternative meth- 
od for detection of the bacterial mastitis agents. This 
research evaluated the sensitivity and accuracy of the 
latex agglutination test for detection of the selected 
bacterial mastitis agents. 


Results 

The rabbits produced a proper antibody titer after 
three sets of immunization; however S. agalactiae and 
S. aureus have a greater antibacterial antibody titer 
on micro-agglutination test (Table 1) than other. The 
SDS-PAGE analysis showed appropriate purification 
of the antibody by using ion-exchange chromatogra- 
phy (Figure 1). 

The antibacterial antibody titers of the purified 
IgG were analyzed using micro-agglutination test. The 
results (Table 1) showed the failed whole extraction 
of the monovalent antibody using affinity purification. 


Coupling of antibodies to latex 


The bacterial latex at optimum conditions of the 
antibody-latex coupling showed appropriate visible 
positive and negative agglutination after 30-180 sec- 
onds. The stability test showed excellent results at least 
for six months (Figure 2). 
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4 z r all Table 1 
— The antibacterial antibody titers of the purified IgG by Ion Exchange chromatography 
—_ —_—a_ and affinity purification. 
Bacteria E.coli S.aureus S. agalactiae T. pyogenes 
Ion exchange 512 1024 1024 512 
Affinity purification 256 256 128 512 
decreased 10 times by using specific antibody instead 
Figure 1 of the total IgG. 


Sodium dodecyl sulphate-polyacrylamide 
gel electrophoresis (SDS-PAGE) analysis of 
the purified IgG by ion exchange chroma- 
tography. The four clearly bands depicted 
good efficacy of the methods. 1. T. pyogenes, 
2. S. agalactiae, 3. S. aureus and 4. E. coli 


The sensitivity latex agglutination test for diagno- 
sis of bacterial mastitis 

Ten number of the 1/10 serial dilutions of the 
bacteria were prepared from initial concentration 
adjusted to 2 MacFarland standard in normal saline 
and sterilized bovine milk; the 2 final dilutions were 
cultured on blood agar for accurate assessment of the 
bacterial count. The agglutinated reactions were grad- 
ed +1 to +4 based on the time and severity of the reac- 
tions. As seen in table 2, different sensitivity observed 
in the 4 bacterial latex reactions; the sensitivity direct- 
ly correlated to the antibacterial antibody titer of the 
corresponding hyper-immune sera (Table 1). 

The detection limit of the bacterial number in 
milk and normal saline samples were calculated ac- 
cording to the culture method. The detection limit of 
the bacterial latex has been noticeably reduced in milk 
samples than normal saline (Table 2). Incubation of 
the polluted milk samples at 37°C for 30-120 minutes, 
enhance the detection limit 10-100 times; however, 
incubation at 37°C more than 120 minutes lead to co- 
agulation of the milk samples. Also, the essential bac- 
terial number for induction of the positive reaction 


Figure 2 

The stability of the prepared bacterial latex after six months. A and 
B) negative results of the control samples and C) positive results of 
the samples. 
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The total IgG against different bacteria mixed at 
the same concentration and attached to the latex par- 
ticles. The produced multi-bacterial latex could ag- 
glutinate four types of the corresponding bacteria at 
different detection limits. These results (Table 2) have 
direct correlation with the corresponding antibacteri- 
al antibody titer of the hyper-immune sera. 


Discussion 

In current study the main bacterial agents of mastitis 
were detected by latex agglutination test, successfully. 
The detection limits of these latex agglutination tests 
were dependent to the antibacterial antibodies titer 
in the corresponding serum. The detection limit was 
1.3x103, 2x107, 1.58x104 and 5.4x104 colony form- 
ing unit per each milliliter (CFU/ml) of the normal 
saline for Streptococcus agalactiae, E. coli, Staphylo- 
coccus aureus and T. pyogenes respectively. 

The studies that utilized sensitized latex for detec- 
tion of bacteria were noted in the flowing. Hechemy 
et al. [17] coupled the anti E. coli IgG to the latex par- 
ticles; the obtained sensitivity was 1.5-5.7x106 CFU/ 
ml. As the same, Hajra et al [18] reported detection 
of E. coli at 5x106-5x107 CFU/ml by latex agglutina- 
tion. The sensitivity of the latex test for detection of 
the Streptococcus reported as 103 CFU/ml [19]. 

Sumithra et al [20] reported a detection limit of 
5x104 for Bacillus cereus by use of polyclonal anti- 
body. Based on the results of this study, detection limit 
of the latex test for bacteria tracking is directly depen- 
dent to the level of the specific antibody, affinity and 
avidity of the used antibody. In comparison with other 
research, the detection limit of the produced latex for 
detection of the bacteria in the polluted milks can be 
reported as appropriate. 

Also, current study tried to develop a rapid and 
easy method for purification of the specific antibac- 
terial polyclonal antibody. However, the antibacteri- 
al antibody titer of the purified antibody was 50-60% 
lower than the total IgG; the affinity purified antibody 
enhanced the limit detection of the latex tests up to 10 
times. Due to the poor efficiency of the current af- 
finity method, the total IgG which purified by Ion Ex- 
change chromatography were preferred in this study. 


Table 2 


The detection limit of the latex test and multi- latex for detection of bacteria in milk and 


normal saline samples. 
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late of bovine mastitis), Trueperella 
pyogenes (clinical isolate of bovine 
mastitis), Staphylococcus aureus 
(PTCC: 1431) and Escherichia coli 


Bacteria T. pyogenes S. aureus E. coli S. agalactiae (PTCC: 1399) were prepared from 
Normal saline 5.4 x 104 1.54 x 104 107 x 2 x 10’ 1.3 x 10° archive section of the microbiology 

department of the veterinary medi- 
Milk 4.8 x 107 7.5 x 10° 106 x 3.9 x 10° 11.28 x 10° cine. The bacteria were cultured in 


Multi-latex in normal 
6.3 x 104 8 x 10+ 
saline 


Utilization of a cost benefit and appropriate method 
for purification of the specific antibodies suggest- 
ed for commercialization of latex agglutination test 
for detection of the bacterial infections. The results 
of other study are also fitted with this proposal. The 
latex agglutination test for detection of the S. aureus 
had cross reaction with Staphylococcus saprophyticus 
[21]. Also, the Staphylococcus aureus and its entero- 
toxins detection of in milk samples had failed results 
[22]. Moser et al [23] showed that latex agglutination 
test has detected the S. aureus with different genomic 
profile. The previous research often analyzed latex on 
pure bacteria obtained from culture but the current 
study reported the sensitivity of the latex test for de- 
tection of the main causes of bacterial mastitis in the 
milk samples, successfully. 

In the current study, the best detection limit ob- 
tained by employment of the specific antibody, ion 
exchange purified IgG and ammonium sulfate precip- 
itated antibody, respectively. The polyclonal IgG often 
used for sensitization of the latex particles; however 
employment of the monoclonal antibody resulted in 
a higher specificity [24]. Due to the simple steps of 
purification, higher level of the affinity and specificity, 
the IgG isotype often used for sensitization of the latex 
particles; despite the higher ability of IgM in induc- 
tion of the agglutination reactions [25]. 


Conclusion 

In conclusion, the results showed appropriate de- 
tection limit of the latex agglutination test for detec- 
tion of the mentioned mastitis agents. Also, in agree- 
ment with the previous study, the latex agglutination 
test in association with the bacterial culture and bio- 
chemical tests could help the correct and rapid detec- 
tion of the bacterial mastitis agents. Finally the cur- 
rent study suggested the use of the high affinity IgG 
and coloured latex which can enhance the detection 
limit of the latex agglutination test in milk samples. 


Materials and methods 


Bacterial preparation 


The native isolation of Streptococcus agalactiae (clinical iso- 


4x 10’ 5.2 x 103 


blood agar medium and incubated 
at 37 ° C for a period of 24-48 hours 
depending on the type of bacteria. 
The biochemical tests were used to 
confirm the identity of the purred 


bacteria. The obtained bacterial samples were killed by incubation 
on 95 ° C for 2 hours; in order to ensure the inactivation, the inac- 
tivated bacteria were cultured on blood agar medium. 


Immunization 


The eight male rabbit with average weight of 2+0.2 Kg were 
divided in 4 groups and maintained according to the animal care 
division. The 0.5 ml of inactivated bacteria, at concentration ad- 
justed to 4 McFarland standard, mixed with equivalent amount of 
the complete freund’s adjuvant. The prepared antigens were inject- 
ed subcutaneously and intramuscularly to each rabbit in groups. 
The booster antigens were prepared by mixing 0.5 ml of the inacti- 
vated bacteria at concentration adjusted to 2 McFarland standard 
with equal amount of the incomplete freund’s adjuvant; three sets 
of booster were injected as before at 2 week intervals (26). The mi- 
cro-agglutination test was used to assess the antibody antibacterial 
titer of the each immunized rabbits. The hyper-immune sera were 
harvested from the immunized rabbits and stored at -20° C. The 
micro-agglutination test was used to assess the antibacterial titers 
of the prepared hyper immune sera. 


Antibody purification 


The IgG antibodies were purified by Ion Exchange chroma- 
tography on DEAE-C column (Sigma, Number: D3764) with in- 
structions fitting to the practical immunology book [16]. Purifica- 
tion of the specific antibodies for each bacterium has been done 
in accordance with the following steps: The 2 mg/ml of purified 
IgG was mixed with 0.5 ml of the corresponding bacteria at a con- 
centration adjusted to 4 MacFarland standard and incubated at 
the 37 ° C for one hour, along with shaking. The antigen-antibody 
complexes were precipitated by centrifugation for 5 minutes with 
10000 RPM; the resulting sediments were harvested and the su- 
pernatant were used for more purification as the previous steps. 
The process repeated twice and the precipitated complexes were 
collected together. The precipitates were mixed with 1 ml phos- 
phate buffered saline (PBS). The suspension pH was adjusted to 
3.5 and shacked for 3 minutes. Then the same centrifuges con- 
ditions were used for bacterial sedimentation. The supernatant, 
which contain specific antibody were collected and the pH was 
adjusted to 7.2. The quantity, purity and titer of the purified an- 
tibody were checked by Bradford protein assay, SDS-PAGE and 
micro-agglutination test, respectively. 


Coupling of the antibody to latex particle 


Different buffers, pH and temperature conditions were tested 
for latex activation and antibody coupling to the latex particles. 
The optimum conditions were optimized as the flowing steps. The 
latex particle (prepared in our department) 100ul (5 mg) were 
mixed with 400ul of PBS (pH: 7.2) and 500ul triton 0.02%. The 
suspension was centrifuged for 8 minutes at 7000 rpm; the precip- 
itated latex were mixed with an equal amount of the PBS and tri- 
ton and washed twice as before. The washed latex was mixed with 
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a solution containing Cyanogen bromide (200mg/5ml). The pH of 
the prepared suspension was fixed on 10.5 by adding NaOH 0.3%. 
The mixture left on electrical shaker for 30 minutes; after that the 
mixture centrifuged and the activated latex particles washed as 
before. The precipitated latex mixed with 50 mM MES buffer (pH: 
6.1); 750ul IgG (600 ug) were added to the latex suspension. The 
mixture left on electric shaker for 30 minutes and overnight on 
4°C. The bovine serum albumin 250ul (4mg/ml) were added as 
blocker; the reagents shacked for 1 hours at room temperature. 
The suspension was centrifuged for 8 minutes at 6000rpm; the 
precipitated latex mixed with 350 ul of MES buffer containing BSA 
(4mg/ml). The stability of the produced antibacterial latex tested 
along to 6 months. In addition, mixtures of the 4 prepared anti- 
bodies were attached to latex particles as mentioned above. 


Latex Agglutination test 


The ready to use bacterial latex (25ul) was poured on ag- 
glutination plate and mixed with an equal volume of the various 
concentrations (Seven concentration of the 1/10 serial dilutions of 
the bacteria which prepared from initial concentration equal to 1 
MacFarland standard in normal saline and sterilized bovine milk) 
of the tested bacteria. The plate was shacked constantly and the 
reactions were observed for 4 minutes. Along with the test sam- 
ples, negative sample of bacteria and latex were used as control. 
The crossing reactions were tested by combination of the bacterial 
latex with bacteria other than corresponding bacteria. The sensi- 
tivity of the bacterial latex tested for detection of the various num- 
bers of the tested bacteria in polluted milk. Firstly, bacteria were 
mixed with 1ml PBS at a concentration adjusted to 2 McFarland 
standard; the bacterial suspensions were centrifuged and the pre- 
cipitates were mixed with an equal volume of the sterilized milk. 
Seven sets of 1/10 serial dilution of each bacteria were prepared on 
sterilized normal milk samples; the 2 last dilution were cultured 
on blood agar and the bacterial colony were counted (CFU/ml). 
The ready to use bacterial latex were diluted as 1/3 in MES buffer; 
the agglutination tests were done by mixing of the diluted latex 
75ul with dilutions of the polluted milks (25). The negative sam- 
ples incubated on 37°C and tested each 30 minutes. 
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